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1. Introduction
Thi s Suppl enmental Assay Method describes the test procedure used
to detect viable bacteria and fungi in all live viral vaccines
and Master Seed Virus sanples as prescribed in the Code of
Federal Regulations, Title 9 (9 CFR), Part 113.27. In the
presence of these contam nati ng extraneous agents, the nedi um
wi Il be rendered turbid by macroscopi c exam nati on.
2. Materials

2.1 Equipnent/instrunentation

Equi val ent equi pnent or instrunmentation may be substituted
for any brand name |isted bel ow

2.1.1 Individually packaged sterile syringes, 1 cc and
3 cc

2.1.2 Vacutainerd needles

2.1.3 30-35°C incubator

2.1.4 20°-25°C incubator

2.1.5 Bunsen burner

2.1.6 Biosafety cabinet

2.1.7 Individually packaged sterile pipettes, 1 cc
2.2 Reagents/supplies

Equi val ent reagents or supplies may be substituted for any
brand nane |isted bel ow

2.2.1 Soybean Casein D gest Medium (SCDM or
Trypticase Soy Broth (TSB) Section 8.1

2.2.2 d assware: tubes and flasks with nedi a

2.2.3 Sterile water in serumvials: volunes
determ ned by products to be tested
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2.2.4 Sterile clothes: coveralls, mask, hair bonnet,
sl eeves, shoe covers, and gl oves

2.2.5 70% et hyl al cohol
2.2.6 0.05% Germ Warfare disinfectant
2.2.7 Sterile gauze pads, 4 x 4 in

2.2.8 (ean-Pal w pes

3. Preparation for the test

3.1

3.2

Personnel qualifications/training

3.1.1 The personnel performng the test nust have
experience or training in this protocol. This includes
know edge of aseptic biological |aboratory techniques
and preparation, proper handling, and di sposal of

bi ol ogi cal agents, reagents, tissue culture sanples,
and chem cals. The personnel nust al so have know edge
of safe operating procedures and policies and Quality
Assurance (QA) guidelines of the Center for Veterinary
Bi ol ogi cs- Laboratory (CVB-L) or equivalent, as well as
training in the operation of the necessary |aboratory
equi pnent listed in Section 2.1

Preparation of equi pnment/instrunmentation

3.2.1 Turn the biosafety cabinets on at the begi nning
of the work week and | eave themon all week.

3.2.2 Monitor the incubators daily for tenperature
according to the current version of GDOCSOP00O0L.

3.2.3 Monitor freezers and cool ers used for the
storage of biologicals for tenperature daily, according
to the current version of GDOCSCOP0003.
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Preparation of reagents/control procedures

3.3.1 Positive Controls: Use Bacillus subtilis,
Candi da krusei, and C ostridi um chauvoei (or equival ent
organi sns as specified in the current United States
Phar macopoeia [USP]) as the positive controls in order
to determ ne the growm h-pronoting qualities of the

medi um according to 9 CFR 113. 25(b). Conduct these
positive control tests on each autoclave |ot of nedia
according to the current versions of STSAMI900 and
STSAMD901.

3.3.2 Prepare the Bacillus subtilis and Candi da krusei
reagents according to the current version of the
STRPP0O001 protocol .

3.3.3 Technique Controls: For each test day,

i nocul ate each of 20 test vessels of nedia with 0.5 n
of sterile water fromserumvials of the sane size as
used to rehydrate those biologicals tested. Use al

vol unes of water used with the tested biologicals for
the tech controls. If no water vials were needed with
the tested biologicals, then inoculate each of 20 test
vessels with 0.5 mM of water from 10 serumvials
containing 5 m of sterile water each. Use the sane
boxes or lots of syringes used with the tested serials
of biologicals to inoculate the sterile water of the
tech controls. Incubate 10 tech control nedia test
vessel s at each incubation tenperature for the 14 days
of the test.

3.3.4 Negative or Media Controls: |Incubate

20 representative test vessels of uninocul ated nedi a,
per autoclave load, to confirmthe sterility of the
autocl aved nedia (9 CFR 113.25(c)). Incubate 10
representative test vessels at each incubation
tenperature for the 14 days of the test.

Preparation of the sanples
3.4.1 Receive the biological sanples to be tested from

the Biological Materials Processing Section (BMS)
according to the current version of STSOP0001.



CVB/ NVSL STSAMD908. 01
Testing Protocol Page 6 of 10

Suppl enental Assay Method for Sterility
Testing of Live Viral Vaccines and Master Seed Virus Sanpl es

3.4.2 Log in the biological sanmples by conparing the
serial nunmbers of all vials, recording the diluent
nunbers, assigning a test nunber, and conpleting the
testing | og book as stated in the current version of
STSOP0011.

3.4.3 Determne the volunme of test nedia needed for
each serial to be tested on the dilution of
preservative conputer file using Lotus Approach 97 as
described in the current version of STSOP0020. Record
vol unmes used in the | og book.

3.4.4 Oder sufficient SCDM (Medi a #10423) fromthe
medi a preparation departnment to be delivered 1 day
before the biological sanples are to be tested. Oder
sufficient media to include testing for positive,
negati ve, and tech controls.

3.4.5 Oder sterile purified water in serumvials from
the nedi a preparation departnent in sufficient volunes,
as stated on the label or in the outline, for those
serials without acconpanying diluent. Oder enough
sterile water for the tech controls.

4. Perf ormance of the test

4.1 On the day of the test, disinfect the vials of the
serials of biologic to be tested with 0.05% Germ Warfare
using a C ean-Pal or equivalent. Pay special attention to
the cleaning of the tops of the vials and rubber stoppers.

4.2 Set the disinfected vials on a tray and place the
tray on a table inside the outer sterility room

4.3 Gown up for doing the sterility test by wearing sterile
coveralls, booties, sleeves, mask, hair bonnet, safety
gl asses, and gl oves.

4.4 Disinfect the interior surfaces of the biosafety
cabi net used for testing with 70% al cohol or equival ent.

4.5 Nunmber the nedia test vessels to coincide with the
serials to be tested.
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4.6 Place the testing materials (syringes, Vacutainer
needles, 4 x 4-in gauze squares, etc.) in the biosafety
cabinet or on a cart next to the cabinet.

4.7 Place the sanples and test nedia for the first serial
in the biosafety cabinet.

4.8 Disinfect the tops of the sanples with a 4 x 4-in gauze
pad soaked in 70% al cohol. Then flane the tops of the
sanpl es using a Bunsen burner. Equival ent nethods for
decontam nating the tops of the sanples may be used.

4.9 Dehydrate each vial of the serial, if desiccated, using
a syringe and needl e or Vacutainer needle. Use the firnls
diluent if provided, and sterile water if not. Rehydrate
products used for nmass inoculation by water or spray, with
no acconpanying diluent, with sterile water at a rate of

30 m per 1000 doses or the amount of diluent specified on
the vial. Consecutively rehydrate 10 vials of each serial.
When testing Master Seed Virus sanples and 10 vials are not
avai l able, at least 4.5 m of Mster Seed Virus is needed
for testing.

4.10 Inoculate 0.2 mM fromeach vial of the dehydrated
l[iquid or thawed frozen liquid product into each of 2 test
vessels of nmedia. Determ ne the volune of nedia needed in
these test vessels by the nethod described in Section 3.4.3.
If less than 10 vials of Master Seed Virus are received,
divide the Master Seed inoculum anong the 20 test vessels,
0.2 m per test vessel.

4.11 Repeat Sections 4.7-4.10 on the other serials of
biologic to be tested this day.

4.12 Prepare the tech controls by inoculating 20 test
vessels with approximately 0.5 m of sterile water, using
syringes and needles of the sanme |lot used with the tested
serials.

4.13 Place the test vessels in the appropriate incubator

t enper at ure dependi ng on the volunmes of nedia indicated in
Section 3.4.3 for each incubator tenperature. Also place

10 tech control test vessels at each incubator tenperature
and 10 negative or broth control test vessels at each
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i ncubat or tenperature. After putting the serials on test,
initial and date the | og book for this test code.

4.14 Cean the sterility roomby disinfecting the interior
of the biosafety hood and counter tops with 70% al cohol .
Renove paper trash fromthe sterility roomand di scard the
bi ol ogi cal sanples and any extra nedi a by autocl avi ng.

nterpretation of the test results

5.1 On day 14 of the incubation period, examne all test
vessels for cloudiness due either to the product or a

contamnant. If it is not possible to determne if the
cloudiness is due to a contam nant, then subculture the
serial. To subculture, place 1 M fromthe test vessel into
40 mM of fresh SCDM using a sterile individually packaged
1-m pipette. If less than 10 test vessels of a serial are
cl oudy, then subculture those that are or at | east

3 vessels. If all 10 test vessels are cloudy, then

subcul ture 3 randomy picked test vessels at each incubation
tenperature. Incubate these subculture tubes for an

addi tional 3 days.

5.2 Prepare 1 mcroscope slide fromeach tube which appears
to have macroscopic growh. After these slides have dried,
Gram stain and observe themw th a mcroscope. Enter the
nunber of tubes with growh and no-growth, as well as the
Gram stain results, in the log book for this test code.
Initial and date the | og book as the person taking the
serials off test.

5.3 If extraneous growmh is observed in 2 or 3 test vessels
and confirmed by Gramstain, then conduct 1 retest using 20
unopened final container sanples.

5.4 If no extraneous growth is found in 9 or 10 test
vessels of the initial test or 19 or 20 vessels of the
retest, the serial is satisfactory (SAT).
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5.5 If extraneous growmh is found in 4 or nore test vessels
of the initial test or 2 or nore of the retest, the serial
of biologic is unsatisfactory (UNS).

5.6 If a serial is found unsatisfactory, freeze 3-4 m of
contam nated nedia in the Cytology/Sterility (CY/ ST)
section’s central Revco. Label the tube containing the
3-4mM with the test code, the serial’s test nunber, and the
date. Save the Gram stained m croscope slides.

6. Report of test results

6.1 Record test results in the testing | og book and on the

conputer test sheet for each serial tested by indicating the
nunber of vessels with no growth over the nunber of vessels

on test and the test conclusion of SAT or UNS. Initial and

date the | og book and conputer test sheet after entering the
test results on the 14th day.

6.2 Enter the results recorded on the test sheet in the
conputer. A conputer printout of the result wll be
generated. Conpare these printouts against the test sheet
and | og book for accuracy. Review the current version of
STSOP0021 for directions on entering test results.

6.3 Forward the test result printouts to the CY/ ST
m crobi ol ogi st or supervisor to review, sign, and date.

6.4 Validate the test results in the conputer, according to
the current version of STSOP0021.

6.5 File the signed and validated test report printouts in
the CY/ST files under the first 2 nunbers of each serial's
product code. File the BMPS test sheet, by test code, in
the sane file drawer.
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8. Appendi x
8.1 NVSL Media Fornul ation # 10423

SOYBEAN CASEI N DI GEST MEDI UM ( SCDM)
o
TRYPTI CASE SOY BROTH ( TSB)

Trypticase Soy Broth 30 g
QO 1000

Aut ocl ave 20 m nutes at 121°C.

TSB and SCDM are 2 nanes for the sane nedi a
formulation fromdifferent nedia conpani es.

9. Changes

The information contained in this docunent was previously
avai l abl e as a protocol (STPRO0270.01 dated Septenber 9, 1996).
The docunent was rewitten to neet the current NVSL/ CVB QA
requirenents, to clarify practices currently in use in the CVB-L,
and to provide additional detail. No significant changes were
made fromthe previous protocol.



